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B¢ YrEIA LABS
EPFAZTHPIO EAErXOY NOIOTHTAZ NEPQY & TPO®IMON

EKOEZH AMTOTEAEZMATQN/AEATIO XHMIKHZ ANAAYZHZ

Hpepounvio "Exdoong : 15/12/2025
Ap1Buoc Ipor.:

IMPOX : Afuo Idouov
KOIN : Teyvikn Yanpeoio
OEMA : Avéivon vepod omd Exkinoid IToAvavOov tov Afjuo Idopon

1. Amootoréag Aetypatog: Mehéviog Mavayudtng

2. ApBuédg Eyypdoov Anoctoing: 1390-2025

3. Huepounvia Moparapng Aetypartog: 08/12/2025

4. Kodwog Astypotog: 9412

5. Tleprypaogn Agtypatog: Mocyo vepod Tov dikTHov HdPEVENS TOV Afjpov
6. Katdotaon Aglypotog: Kavoviki

7. Xpovikd Adotnua EEEtaonc (amd-£mg) : 08/12/2025- 12/12/2025

Ta detyuora vrofARONKAY OTIC TAPAKATW OVALDOEIS KOL TPOEKDWAV T0, ECHE OTOTEAETUOTO.

AIA Mnﬁiﬁﬁﬁﬁﬁfgf‘)l MONAAEY | AIIOTEAEZMATA MEGOAOT
1 Katapétpnon agpoplwv
" | wkpoopyaviopwy otoug 37°C cfu/ml estimated 5 1SO 6222:1999
) Katapétpnon agpoplwv
" | mkpoopyaviopwy otoug 22°C cfu/ml ND/AA 1SO 6222:1999
3. | Total coliforms cfu/100ml ND/AA 1SO 9308-1:2014 Amd 1:2016
4, E. coli cfu/100ml ND/AA ISO 9308-1:2014 Amd 1:2016
5. | EvtepOkokkol cfu/100ml ND/AA I1SO 7899-2:2000

ND/AA, 8&v aviyveDTKE GTOV OYKO IOV £§ETAOTIKE

Inpeiwon: Ot avalvoeig pe A Sievepyndnkav oe oovepyalopevo epyaotiplo

* Ovnapanave péBodor avalvoewv dev nepihappavovrar oto nedio dramictevong EAOT EN ISO/IEC 17025:2017
AwevBovon epyaotpioon: I. NikoAdoov 30, Kopotnvr 69132, tnA&eaf: 25310 34777, n\/ko tay/peio: vioygeia@otenet.gr
Hapatnpnoeig/ Topnépaopa : [Tooyo vepod, eAeyyopevo ovppova pe to oto PEK 3525/B' /25-05-2023.

A06-EN02.1, 'Ekdoon 3.0, Huvia loxtog 01.10.2024
-Ta avwrépw arroTeAéouara agpopouv atrokAEIOTIKG Ta v ASyw O¢iyuarta, dmwg eAripbnoav
-ATrayopeUETal N PEPIKA avarmapaywyn Tou mapdviog AgAtiou AvaAloswy xwpig tnv ypamrr adeia tou Epyaaortnpiou.

ZeAida 1 amo 2
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\_meBI ¢ YrEIA LABS
EPTAZTHPIO EAErXOY NOIOTHTAZ NEPQY & TPO®IMQN

EKOEZH AMTOTEAEZMATQN/AEATIO XHMIKHZ ANAAYZHZ

Avdivon vepod amd ExkAnoid [ToAvavBov tov Ao laspov
Ap1Buog Eyypapov Anoostodng: 1390-2025
Kwducog Agiypatog: 9412

Ta deiyuoto vrofrinOnkay oTic TOPOKATW AVOADTEIS KoL TPOEKVWAY TO. £EIG AmOTEAECUOTA:

AJA ®YIIKOXHMIKOI
ITAPAMETPOI MONAAEY | AITIOTEAEXMATA MEG®OAOI
1. Evepyog Ogutnta pH 7,8 APHA 4500H"
2. | Aywyudtnta @ 20 °C w.S/cm 350 APHA 2510B
3. Ooun - AOzMO -
4., levon - KANONIKH -
5. Oolotnta NTU/FNU 0 MpPocSLOPLOUOG GWTOUETPIKA
6. Xpwpa - KANONIKO NPooSLopIoUOS GWTOUETPIKA
7. | Appwvia NHg4* mg/I <0,06 MpoabLoplopos GwIopETpIKA
8. YoM\ /Ko xAwpLo mg/| 0,35

Inpeiwon: Ovavalvoeig pe A dievepyndnkav oe oovepyalopevo epyaotiplo
* Ovnapanave péBodor avalvoewv dev nephappavovrtar oo nedio dSramioteoong EAOT EN ISO/IEC 17025:2017
AevBovon epyaotnpioon: I. NikoAdoov 30, Kopotnvr 69132, tnA&@af: 25310 34777, n\/ko tay/peio: vioygeia@otenet.gr
Hapatnpnoeig / Topnépaopa : [Tooyio vepod, eAeyyopevo ovpgova pe to oto PEK 3525/B' /25-05-2023.

O Teyvuog YrevOuvog &
AwevOuvtiic Epyaotnpiov

&SYD =

Mehréviog Ilavayidtng
Xnukog Mnyavikog, MSc, PhD
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A06-EN02.1, 'Ekdoon 3.0, Huvia loxtog 01.10.2024
-Ta avwrépw arroTeAéouara agpopouv atrokAEIOTIKG Ta v ASyw O¢iyuarta, dmwg eAripbnoav
-ATrayopeUETal N PEPIKA avarmapaywyn Tou mapdviog AgAtiou AvaAloswy xwpig tnv ypamrr adeia tou Epyaaortnpiou.
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